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INSTRUCTIONS AND GUIDE FOR OPERATION OF THE 


PRECISION SERVICE-LABORATORY SIGNAL GENERATOR 


Series E-200-C 


FEATURING THE PRECISION METHOD OF 


DYNAMIC RECEIVER ANALYSIS 


“SERVICING BY SIGNAL SUBSTITUTION” 
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IMPORTANT NOTE 


RELATIVE TO SERIES E-200-C ann E-200 
MODULATION CONTROLS 


Page (27) of this book describes the use and setting of 
Series E-200-C “Modulation Control”. 


In models previous to E-200-C this control is Not direct 
reading in terms of percentage of modulation, but rather 
the settings musT be made in accordance with the calibration 
chart which appears on the reverse side of this page. This 
chart lists internal modulation percentage versus “Modula- 
tion Control” settings and must be rigidly followed for best 
results. 


If this control be set above 6.5, or above 100% modulation, 
the modulation tone may cut off as if the control were open. 
This is a direct result of overmodulation and is NoT a defect 
of the instrument. 


The audio sections of Series E-200 and E-200-C are ca- 
pable of delivering considerably greater audio signal voltage 
than is required for purposes of internal modulation of the 
R.F. signal. Accordingly, oversetting the “Modulation Con- 
trol” quite understandably injects too great an audio signal 
into the R.F. amplifier-buffer section. This high audio output, 
however, is extremely desirable when employed for direct 
audio tests as described on page (28), page (82) and 
following. 


Of course, when the audio test signal is to be employed 
for EXTERNAL usage, the “Audio Signal” switch is no longer 
set to “Mop. R.F.”, but instead to “400 Cyrcie Aupio” 
position. Then the “Modulation Control” may be set to what- 
ever level is required for the apparatus under test, bearing in 
mind the information contained in the note on page (28). 


On Series E-200-C, percentage modulation settings are 
direct reading on the OUTSIDE set of numerals. 


The INNER ring of numbers, 0-10, represent a purely 
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arbitrary set of figures for reference use when employing the 
same control for audio signal] test purposes or for EXTERNAL 
modulation percentage control. In such cases the “AupDIO 
SIGNAL” switch would Not be in the “Modulated R.F.” po- 
sition. 
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